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The goal was to identify sound pressure level (SPL) at the neonatal intensive care unit 
(NICU) and inside the incubator of a teaching hospital of a public university from São Paulo 
– SP, Brazil. SPL inside the NICU and the incubator were measured using four dosimeters in 
January/2010. SPL at the NICU varied from 52.6 dBA to 80.4 dBA and inside the incubator, 
from 45.4 dBA to 79.1 dBA. SPL both at the NICU and inside the incubator are above 
the recommended values, but levels were higher at the NICU than inside the incubator. 
Although there are some specific factors related to SPL inside the incubator, the NICU and 
incubator acoustic features present a system: an increase/decrease in SPL at the NICU 
usually tends to increase/decrease SPL inside the incubator. The study points to the need 
for simultaneous monitoring of SPL at the NICU and inside the incubator.
Descriptors: Noise; Intensive Care, Neonatal; Neonatal Nursing; Humanization of Assistance; 
Infant, Newborn.
1 RN, Ph.D. in Nursing, Escola Paulista de Enfermagem, Universidade Federal de São Paulo, SP, Brazil. E-mail: Eliana - 
elianapinheiro@hotmail.com, Tereza - terezayk@ig.com.br.
2 Physician, Ph.D. in Pediatrics, Departamento de Pediatria, Universidade Federal de São Paulo, SP, Brazil. E-mail: 
ruthgbr@netpoint.com.br.
3 Electrical Engineer, Ph.D. in Mechanical Engineering, Instituto Nacional de Metrologia, Normalização e Qualidade Industrial, Rio de 
Janeiro, RJ, Brazil. E-mail: nabuco@inmetro.br.
1215
www.eerp.usp.br/rlae
Ruído na Unidade de Terapia Intensiva Neonatal e no interior da 
incubadora
Este trabalho teve por objetivo identificar o nível de pressão sonora (NPS) da Unidade de 
Terapia Intensiva Neonatal (UTIN) e do interior da incubadora de um hospital escola de 
uma universidade pública de São Paulo, SP, Brasil. Como método para essa identificação, 
tanto do NPS da UTIN como do NPS da incubadora, foram utilizados quatro dosímetros, 
em janeiro de 2010. Os resultados obtidos apontam que o NPS da UTIN variou entre 
52,6 dBA e 80,4 dBA, e que o NPS do interior da incubadora foi de 45,4dBA a 79,1dBA. 
Evidenciou-se que tanto o NPS da UTIN como o do interior da incubadora estão acima 
dos recomendados, sendo mais altos na UTIN do que na incubadora. Embora haja alguns 
fatores específicos relacionados ao NPS no interior da incubadora, perfis acústicos da 
UTIN e da incubadora são como sistema: elevação/redução do NPS da UTIN, geralmente, 
tende a elevar/reduzir o NPS no interior da incubadora. Portanto, pode-se concluir que 
o presente estudo aponta para a importância do monitoramento simultâneo dos NPS da 
UTIN e do interior da incubadora.
Descritores: Ruído; Terapia Intensiva Neonatal; Enfermagem Neonatal; Humanização da 
Assistência; Recém-Nascido.
Ruido en la Unidad de Terapia Intensiva Neonatal y en el interior de la 
incubadora
Se tuvo por objetivo identificar el nivel de presión sonora (NPS) de la Unidad de Terapia 
Intensiva Neonatal (UTIN) y del interior de la incubadora de un hospital escuela de una 
universidad pública de Sao Paulo-SP, Brasil. El NPS de la UTIN y de la incubadora fueron 
obtenidos por cuatro dosímetros en enero de 2010. El NPS de la UTIN varió entre 52,6 
dBA y 80,4 dBA y el del interior de la incubadora fue de 45,4dBA a 79,1dBA. Tanto el NPS 
de la UTIN como el del interior de la incubadora son mayores que lo que recomendado, 
siendo más altos en la UTIN que en la incubadora. A pesar de que existen algunos factores 
específicos relacionados al NPS en el interior de la incubadora, los perfiles acústicos de la 
UTIN y de la incubadora son como un sistema, es decir: la elevación/reducción del NPS 
de la UTIN generalmente tiende a elevar/reducir el NPS en el interior de la incubadora. 
Se concluye que muy importante la monitorización simultánea del NPS de la UTIN y del 
interior de la incubadora.
Descriptores: Ruido; Cuidado Intensivo Neonatal; Enfermería Neonatal; Humanización 
de la Atención.
Introduction
Initial studies on the importance of noise in 
the NICU environment data back to the 1970’s, but 
became more intense as from the 1990’s, as its 
immediate effects on neonates’ clinical condition and 
developmental consequences were verified, as well as 
on team wellbeing, affecting professional performance(1). 
Recent studies focus on sound pressure level (SPL) 
monitoring at the Neonatal Intensive Care Unit (NICU) 
or inside the incubator, performed from the perspective 
of developmental and individualized care for premature 
newborns hospitalized at neonatal units.
The developmental care focus was introduced in 
the 1980’s, as a strategy to change NICU environmental 
conditions with a view to neonatal wellbeing and safety 
by reducing noise levels and lighting intensity, minimal 
handling, provision of longer rest periods, among 
others(2).
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Noise control can represents a difficult task for 
nurses, as NICU noise mostly derives from care activities 
and professional conduct(3-4).
Incubators, on the other hand, which M. Tarnier 
idealized in 1889, were introduced for the first time in 
neonatal care history at the Maternité de Paris in 1881. 
They constituted one of the most important advances 
in care delivery to premature newborns(5). Inside the 
incubator, filtered air is provided with a view to protection 
against infections, controlled temperature and moisture 
for adjustment to physiological needs. For a long time, 
incubators were considered the ideal micro-environment 
for neonates. Recent studies, however, mention 
incubator stay as one of the factors for the development 
of deafness in newborns(6) or which enhance the 
adverse effects of other necessary treatment measures. 
Incubators partially serve as barriers against the 
penetration of environmental sound, but the sound their 
own functioning and care delivery produce reverberation 
against the hard wall of the dome, amplifying the noise 
that reaches the neonate(7).
Transforming the high-complexity NICU, which 
is generally threatening for parents and hostile for 
neonates and professional in an environment of care 
and welcoming, is related with humanization of care (8), 
which can be understood as a process that considers the 
singularity of human beings, permitting the expression 
of their subjectivity. It presupposes the good use of 
equipment, procedures and knowledge associated with 
an effective process of communication, listening and 
dialogue, enhancing affection(9). Thus, if one of nursing’s 
care foci is the environment, a safe workspace can be 
created for the performance of health team activities.
The researchers depart from the premise that a 
relation exists between SPL inside the incubator and 
SPL in the NICU environment. Thus, knowing these 
two environments’ acoustic profile at the same time 
permits the development of more specific measures 
for environmental noise management. This study can 
contribute for professionals to incorporate environmental 
health as an essential component of safe care delivery to 
newborns and can also enhance occupational health for 
NICU work. This study aims to identify SPLs at the NICU 
and inside the incubator at a teaching hospital affiliated 
with a public university in São Paulo, SP, Brazil.
Methods
This quantitative and descriptive study was 
accomplished at an NICU room and inside the incubators 
of a teaching hospital in São Paulo-SP, Brazil, between 
January 24th and 30th 2010.
The capacity of this room is 4 beds, measuring 
approximately 23.80m2, 3.40m high, vinyl floor covering, 
brick walls, concrete roof and glass windows with screens 
that are permanently open, exposing the environment 
to street noise. The room is located next to the nursing 
station, with the phone, controlled drug inventories and 
staff performing some tasks. Next to the nursing station 
is the corridor, on which health professionals, students 
and teachers circulate and remain during clinical 
discussions and the execution of medical prescriptions. 
No air-conditioning is available in the environment. All 
incubators used at the neonatal unit were manufactured 
by FANEM®, model C186T S.
Four dosimeters were used simultaneously for data 
collection, three of which served to register SPL at the 
NICU and one inside the incubator. The three dosimeters 
were hung at the center of three room quadrants, at 
different heights: 1.65m; 1.70m and 1.90m, at a 
distance of at least 1m from the walls, floor and roof, in 
line with Brazilian recommendations(10). The researchers 
chose to place them at different heights so that the 
three microphones would not be located in parallel with 
any room surface, so as to reduce the possibility of 
reducing the influence of stationary sound waves in the 
environment.
To register the SPL inside the incubator, the 
dosimeter microphone was placed at approximately 20 
cm from the baby’s ear(11). The brand of all dosimeters 
used to collect the data was Quest 400.
Initially, to decide in what incubator to measure 
the SPL, the researchers identified the infant with the 
highest Score for Neonatal Acute Physiology Version II 
(SNAPII) among the neonates at the unit. This criterion 
was adopted because this score assesses the risk of 
neonatal mortality(12). During this period, the dosimeter 
was transferred to another incubator twice, as a result of 
the need for the newborn to leave the NICU.
The four dosimeters, which can register SPL every 
minute, were configured as follows: fast response time 
(fast), measuring the sound pressure level in decibel 
(dB) and weighted in frequency A dB(A)(13). Scale A 
(dBA) is the filtering method that mimics the receptive 
characteristics of the human ear. It is indicated to 
apprehend continuous noise of equivalent sound 
pressure level (Leq)(14). All devices were programmed 
to operate at SPL intervals between 40 and 140 dB(A). 
Thus, the duration of each measured noise level was 
exactly registered and stored, resulting in a set of data 
in the form of Leq, Leqmax, Leqmin for statistical treatment 
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and analysis. The Leq is the integrated mean sound level 
during a certain time period. This measure is important 
because it is known that not only high noise levels, but 
also their duration provoke human hearing lesions.
Every day, batteries were changed, Leq was 
registered and the four dosimeters were calibrated with 
a QC10 calibrator at the end of each shift. Leq records 
were obtained when turning off the dosimeters at the 
end of the shift and turning them on again at the start of 
the next shift, on all weekdays.
The possibility of changes in the NICU professionals’ 
conduct was considered due to the presence of the 
researchers and devices. Therefore, the team was 
desensitized for one week. During that period, the 
dosimeter microphone was placed inside the incubator 
and the three dosimeters were hung from the roof. 
Battery change, Leq recording and recalibration were 
simulated at the end of each shift.
The data collection strategy previewed that the 
four devices would remain connected simultaneously 
at the NICU and inside the incubator 24 hours per 
day, totaling 168 hours for each environment during 
one week. Six hours of records were lost at the NICU 
due to a technical measurement problem with one of 
the dosimeters. Besides, before proceeding with data 
analysis, 30 minutes of records were discarded at the 
start and end of each shift, considering the possibility 
that noise would be provoked while handling the devices 
due to calibration and reinstallation, influencing Leq for 
the period. This operation, sequentially performed in 
each dosimeter, took an average 30 minutes. Thus, 16 
hours and 30 minutes of records were discarded. Hence, 
the sample comprised 151 hours and 30 minutes of SPL 
records at the NICU and inside the incubator.
The SPL records the dosimeter inside the incubator 
and the three devices installed at the NICU were 
transferred to QuestSuite for Excel software, which 
permitted data treatment. For data analysis, continuous 
and equivalent (Leq) SPLs were considered, as well as 
the maxima (Leqmax) and minima (Leqmin) of the data 
all dosimeters registered during the collection period. 
The spatial average of the Leq levels the three NICU 
dosimeters obtained was calculated to realistically 
capture the environmental noise people of different 
heights experience who move around the room to 
perform their activities. The standard deviations on 
different weekdays and shifts were also calculated.
Before the start of data collection, approval 
was obtained from the Institutional Review Board 
at Universidade Federal de São Paulo, as well as 
authorization from hospital management (process No: 
0391/07).
Results
The results reveal that SPLs at the NICU and 
inside the incubator exceed regulatory entities’ 
recommendations.
The Brazilian Association of Technical Standards 
(ABNT) recommends levels between 35 and 45 dBA 
for hospital environments(10); the American Academy 
of Pediatrics (AAP)(15) and the Committee to Establish 
Recommended Standards for Newborn ICU Design(16) 
recommend avoiding SPL above 45 dBAe and, similarly, 
the World Health Organization proposes 45 dBA(17).
As for SPL inside the incubator, the ABNT establishes 
Leq levels below 60.0 dBA
(18) and the AAP below 58.0 dBA, 
as the maximum level permitted(15).
SPL measurement results at the NICU indicate 
that the highest mean Leq was 80.4 dBA on Saturday 
afternoon. On the other hand, the lowest mean Leq was 
52.6 dBA, measured during the Monday night shift 
(Figure 1). In that environment, Leq during the week 
under analysis was 27.8 dBA .
At the NICU, Leqmax levels of 105.5 dBA (Figure 2) 
were measured during the Saturday afternoon shift, and 
Leqmín levels of 47.7dBA on Monday night (Figure 3).
Figure 1 – Mean Leq (dBA) at the NICU and inside the incubator, per shift and weekday. São Paulo, SP, Brazil, 2010
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Figure 2 - Leqmax (dBA) levels at the NICU and inside the incubator per shift and weekday. São Paulo- SP, Brazil, 
2010
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Inside the incubators, the highest Leqmean recorded 
was 79.1dBA during the Saturday night shift, while 
the lowest was 45.4dBA on Monday night (Figure 1). 
The range of Leqmean was 33.7dBA. The highest Leqmax 
registered was 106.0 dBA (Figure 2) during the Sunday 
night shift and the lowest Lmin was 48.0 dBA on Saturday 
night (Figure 3).
Figure 3 - Leqmin (dBA) at the NICU and inside the incubator per shift and weekday. São Paulo, SP, Brazil, 2010
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Discussion
Noise is considered one important stress factor for 
neonates and NICU professionals. In this research, it 
was verified that both environments are considerably 
noisy. When assessing the acoustic environment, it 
should be taken into account that the NICU and the 
incubator work as a system. A study demonstrated 
that, in general, SPLs inside the incubator are higher 
than at the NICU(19). Environmental sound at the NICU 
partially cross the acrylic wall of the incubator dome 
which, in turn, produces its own sound, resulting from 
engine functioning, care activities and the infant’s own 
manifestations(20-21). As the environment is closed, 
these sounds reverberate against the hard dome wall, 
amplifying the noise that reaches the neonate(7). A study 
accomplished in São Paulo found higher SPL inside 
incubators with a closed than with an open porthole(21). 
The infant’s behavioral status is one of the important 
determinants of SPL inside the incubator. It was found 
that a newborn’s agitation can raise the SPL by up to 
20 dBA(22). Another variable related to SPL rise inside 
the incubator is the baby’s weight. Considering both 
environmental factors and factors inside the incubator, 
an inverse relation is observed between the infant’s 
weight and SPL inside the incubator. Thus, the lower 
the infant’s weight, the higher the SPL. The possible 
understanding of this phenomenon is related to the 
related surfaces’ reverberation and absorption of sounds. 
Very low birth weight newborn’s small body surface and 
the smaller diaper size absorb less noise, enhancing 
reverberation and increasing SPL inside the incubator(20). 
In this study, the infants attended in incubators where 
SPLs were verified were classified as extremely low birth 
weight premature infants. Thus, they were submitted to 
frequent invasive interventions, consequently increasing 
painful experiences and psychomotor agitation. These 
factors may have contributed to SPL increases inside 
the incubator. With a view to reducing noise inside 
the incubators, minimizing reverberation, one study 
assessed the effect of a foam panel placed inside the 
incubator and observed a decrease in background noise 
from 47 dBA to 43dBA and in infant crying from 79 dBA 
to 69 dBA. Likewise, significant reductions were observed 
in noise other sources provoked, such as monitor 
alarms, equipment engines and porthole closing(23). The 
importance of these results is highlighted as, on the 
logarithmic noise measurement scale in decibels, a 3 
dB rise/drop means an SPL increase/decrease by about 
50%(19).
As opposed to what this study described above, 
SPL at the NICU was higher than inside the incubator 
most of the time. This result is in line with research data 
that compared the SPLs infants are exposed to inside 
incubators and heated cribs and found higher levels in 
heated cribs, between 62 and 70 dBA, than in incubators, 
with SPL ranging between 60 and 67 dBA(24). This 
result is partially accredited to the incubator selection 
criterion: the researchers always chose those incubators 
with clinically more critical infants as assessed by SNAP 
II, thus, with minimal handling indications. At the same 
time, the newest and best life support equipment and 
incubators available at the unit were always destined 
at these infants. This fact supposedly contributed to 
reduce SPL inside the incubators that were analyzed, as 
verified in the study that found a decrease in up to 4 dBA 
between SPLs in the newest and older incubators(22). In 
addition, as this is a teaching hospital, a large number 
of professionals and students are always circulating at 
this unit. Hence, clinical discussions are more frequent 
and, despite efforts made to hold these sessions on the 
corridor, unavoidably, situations arise in which various 
discussions groups are happening at the same time, 
some of which find no space at the unit, except at the 
room where the infant is in. As the noise voices and 
device alarms provoke influences the environment more 
than the incubator(21) and as the centers of the two 
quadrants in which the dosimeters were installed were 
located above the circulation space, where professionals 
join for discussions if necessary, the researchers suppose 
that the SPL they captured influenced environmental 
noise more than noise inside the incubator.
One aspect that should always be reminded in noise 
management during neonatal care is that, at the NICU, 
infants are exposed to impact noise, which provoke 
disorganization of their physiological condition, as well 
as continuous noises that do not permit their recovery. 
Specialists consider the phenomenon of habituation in 
neonates, defined as the ability to decrease behavioral 
responses to repetitive stimuli, permitting lower energy 
spending or greater ability to continue sleeping. When 
environmental stimuli are very strong and continuous 
though, habituation is compromised and the infant 
reacts to these stimuli until (s)he gets exhausted(25).
At the NICU under analysis, one of the crucial aspects 
to reduce SPL refers to the adequacy of architectonic 
and material conditions. At this unit, some factors exist 
that do not enhance the maintenance of comfortable 
acoustic levels, such as: the nursing station and the 
place where health professionals perform prescriptions 
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and evolutions are located on the corridor, directly 
communicating with the room whose door is kept open 
most of the time. There is no room external to the NICU 
designated for reception either. Thus, the bell noise can 
be heard inside the sector. The ringing of the telephone 
placed on the corridor desk enhances noise inside the 
unit even more. The hospital is located in an area with 
intense traffic and, as there is no air-conditioning at the 
NICU, the windows are often kept open, enhancing the 
influence of external noise.
Handling the equipment adequately and reducing 
its usage time can also represent important noise 
reduction strategies(26). A study accomplished in 2006 
found that SPLs decreased by up to 4 dBA in new 
incubators when compared to others used for 6 to 9 
years(21). In this study, the incubators’ mean usage time 
is 15 years. This situation does not differ from the reality 
at most Brazilian health institutions, in which high-tech 
equipment is intensively used, without the possibility of 
preventive maintenance programs.
Conclusions
As SPLs both at the NICU and inside the incubator 
exceed regulatory entities’ recommendations, institutions 
and professionals need to develop efforts to bring down 
this noise level, as research different authors have 
accomplished in different circumstances has sufficiently 
documented the harmful effects.
Noise management at NICU and inside incubators 
involves architectural, material and human resource 
factors. Implementing changes that cover all of these 
aspects simultaneously go beyond many institutions’ 
possibilities. The ripple effect of noise should be reminded 
though: when interacting, different stimuli can enhance 
the SPL, that is, the higher equipment noise, the higher 
professionals raise their voice and the longer they take 
to respond to alarms. Hence, when thinking in the 
opposite sense, it can be expected that, the more silent 
the NICU, the more sensitive professionals will become 
to infants’ crying and agitation and the more readily 
they will answer the alarms. Therefore, it is concluded 
that each unit should start its reduction program based 
on what its reality permits, and will probably achieve 
positive repercussions in terms of other aspects.
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